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[to be date of distribution] 

 
Urgent Product Correction Notice 

 
 
Dear Valued bioMérieux Customer, 
 
This is to inform you of an Urgent Product Correction Notice involving: 
 
VITEK® 2 Identification / Antimicrobial Susceptibility Test Cards referenced in Appendix A 
 
Our records indicate your laboratory received one or more of the affected products referenced in Appendix A.  This 
letter is intended for all VITEK® 2 Identification (ID) / Antimicrobial Susceptibility Testing (AST) users.     
 
This notice has been initiated due to potential for compromised test card pouch integrity which could: 

• yield false resistance for antibiotics on the AST panel 
• cause a false negative ESBL test 
• result in a false positive urea (URE) reaction on ID cards 

 
Description of Issue: 
A potential issue was identified related to the white pouch which contains VITEK® 2 test cards for the product lots 
specified in Appendix A.  bioMérieux has determined that the integrity of some of the VITEK® 2 test card pouches 
may be compromised.  Based on our investigation, a compromised test card pouch can impact card reagents due to 
the entry of moisture.   
 
The white pouch is composed of five (5) layers of material, four (4) of which are clear.  All five layers must be 
compromised for a pouch to potentially allow moisture to enter the pouch.  Upon visual inspection of the pouch, you 
may notice a small puncture or tear in the packaging at the "stitch seal" (see Figure A immediately below). Per 
product labeling, do not use the card if the pouch (the white protective package cover) is damaged. Based on internal 
testing, approximately 20% of card pouches exhibited a visual defect; the majority of card pouches with this visual 
defect maintained pouch integrity, i.e. at least one of the five material layers remained intact.  However, 1 in 200 
(0.5%) card pouches that passed careful visual inspection failed further integrity tests, indicating the potential for 
entry of moisture.   
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Figure A - Example of Pouch Defect 
 

 
 
The root cause of this issue has been identified and corrective measures have been taken to ensure issues of this type 
do not affect future Manufacturing lots. 
 
Impact to customer/patient: 
bioMérieux studies have demonstrated that a test card pouch defect can allow entry of moisture which can impact 
the test card reagents.  Moisture sensitivity can lead to antibiotic degradation (loss of potency).  The anticipated 
consequence would be elevated MIC results of some antimicrobials (leading to false-resistant results).  The 
antimicrobial class most affected by moisture is the beta-lactam class.  This includes penicillins, cephalosporins, and 
carbapenems.  The most moisture-sensitive of the beta-lactams is imipenem.  Therefore, it is the best indicator of a 
pouch defect.  Two other moisture-sensitive antimicrobials are erythromycin and nitrofurantoin. 
 
One exception to the expected elevation in MICs (or false resistance) that can occur due to the pouch defect is the 
ESBL (Extended-Spectrum β-Lactamase) test, which utilizes clavulanic acid in combination with three cephalosporins.  
Clavulanic acid is also moisture sensitive, and if degraded, the ESBL test could be falsely negative.  The Advanced 
Expert System™ will determine presence of an ESBL phenotype based on results of all beta lactams, including the 
ESBL test.  Therefore, the impact of a false negative ESBL test should be minimal. 
 
For VITEK® 2 Identification cards, URE may be sensitive to moisture and a false positive reaction may occur.  
However, there is low risk of impact to identification result as the identification (ID) algorithm generally allows two 
atypical reactions and will still provide a correct identification with a high degree of confidence.  The knowledge 
bases are designed to account for both typical and atypical strains so an aberrant reaction should have low impact on 
identification results.   
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Required Actions: 

-  It is not necessary to discard all cards from an impacted lot.   

-  We are recommending a careful visual examination of each test card pouch in the 
affected lots prior to use.   

1. Check the lot numbers in your inventory against the lot numbers listed in Appendix A. 

2. For impacted lots, visually inspect the test card pouches on both sides for the defect.  

a. If the defect is observed, destroy the associated test card(s) and contact your bioMérieux 
representative for credit or replacement.  

b. If the defect is not observed, continue testing as per normal procedure, but increase 
monitoring for potential testing errors, as visual inspection may not identify all affected 
ID/AST cards.  Repeat testing if you observe results potentially indicative of a pouch defect 
such as: 

i. A resistant imipenem result, particularly if unexpected and/or inconsistent with 
other results 

ii. A resistant or intermediate nitrofurantoin result which is unusual or inconsistent 
with other results 

iii. A resistant oxacillin or erythromycin result which is unusual or inconsistent with 
other results 

iv. Any quality control test result with these agents that is outside of the expected 
range 

 
3. If imipenem is not tested, review other beta-lactams such as the penicillins, other carbapenems 

and/or cephalosporins for inconsistent resistance or unusual results, which may also indicate a 
potential pouch defect. 

4. If concerns exist after repeat testing, alternative methods of establishing drug susceptibility should 
be used. If an unrelated performance issue is suspected, please follow your normal complaint 
escalation process. 

Other Actions Related To This Notice: 

• Please confirm this letter has been distributed and reviewed by all appropriate personnel within 
your organization. 

• Please store this letter with your bioMérieux VITEK® 2 documentation. 

• Complete the attached Acknowledgement Form and return it to your local bioMérieux 
representative as soon as possible. 

 
bioMérieux, Inc. is committed to providing our customers with the highest quality products, and we apologize for 
any inconvenience this has caused your institution.  If you have any questions or concerns, please contact your local 
bioMérieux representative. 
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Thank you for your continued use of bioMérieux products, 
 

bioMérieux, Inc. 
[Enter Local Contact] 
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Attachment A: Acknowledgement Form. 
 

URGENT PRODUCT CORRECTION NOTICE 
 

FSCA - 3445 – VITEK® 2 - Card Pouch Integrity 
 

 
Customer Information: 
Customer Account Number:  _______________ Organization Name: ____________________________ 

Street Address:                    _____________________________________________________________ 

City, State and Postal Code: _____________________________________________________________ 

Contact Name:            ___________________________________ 

Contact Title:                    ___________________________________ 

Phone Number:                   ___________________________________ 

 
  

Product Information: 
 

Catalog Number Description 
Multiple See Appendix A 

 
 
Questions: 

 Yes No 
1.        Did you read the enclosed Urgent Product Correction Notice regarding VITEK® 2 
          card pouch integrity? 

    

2.        Have you followed the instructions and implemented the actions as indicated in this  
          Urgent Product Correction Notice?  If no, please indicate the reason in the Comments  
          section below. 

    

3.        Have you received reports of illness or injury related to the VITEK® 2 card pouch  
          defect? 

  

Comments: 
  
 
 
 
 
 

      

Signature:     ______________________________                  Date:   ____________________ 

 
 
It is important that you complete this Acknowledgement Form and return it to bioMérieux. 
 

Please fax this form to: [Enter Local Contact]      To the attention of:  [Enter Local Contact] 

http://www.biomerieux.com/
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REF # Product Name Lot # Expiry Date 

21341 VITEK® 2 GN ID 

241396010 17/Oct/17 
241398120 07/Nov/17 
241398420 10/Nov/17 
241398620 12/Nov/17 
241398720 13/Nov/17 
241398820 14/Nov/17 
241399520 21/Nov/17 

2410000203 26/Nov/17 
2410002203 28/Nov/17 
2410006203 02/Dec/17 
2410007203 03/Dec/17 
2410008203 04/Dec/17 
2410009103 05/Dec/17 
2410031103 27/Dec/17 
2410033103 29/Dec/17 
2410034103 30/Dec/17 
2410037103 02/Jan/18 
2410038103 03/Jan/18 
2410041103 06/Jan/18 
2410042103 07/Jan/18 
2410043103 08/Jan/18 
2410044203 09/Jan/18 
2410052103 17/Jan/18 
2410057103 22/Jan/18 
2410058103 23/Jan/18 
2410063103 28/Jan/18 
2410064103 29/Jan/18 
2410065103 30/Jan/18 
2410071103 05/Feb/18 
2410072103 06/Feb/18 
2410078103 12/Feb/18 
2410083103 17/Feb/18 
2410085203 19/Feb/18 
2410086103 20/Feb/18 
2410088103 22/Feb/18 
2410091203 25/Feb/18 
2410092103 26/Feb/18 
2410093103 27/Feb/18 
2410097103 03/Mar/18 
2410098103 04/Mar/18 
2410099103 05/Mar/18 
2410100103 06/Mar/18 
2410105203 11/Mar/18 
2410106103 12/Mar/18 
2410107203 13/Mar/18 
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REF # Product Name Lot # Expiry Date 

21342 VITEK® 2 GP ID 

2420157103 02/May/18 
2420164103 09/May/18 
2420169103 14/May/18 
2420174203 19/May/18 
2420185103 30/May/18 
2420198203 12/Jun/18 
2420200103 14/Jun/18 
2420204103 18/Jun/18 
2420205103 19/Jun/18 
2420220203 04/Jul/18 
2420229203 13/Jul/18 
2420239203 23/Jul/18 
2420253203 06/Aug/18 
2420267103 20/Aug/18 
2420290103 12/Sep/18 

21343 VITEK® 2 YST ID 
2430199103 13/Jun/18 
2430199123 13/Jun/18 
2390150203 25/Apr/18 

21345 VITEK® 2 BCL ID 2390150203 25/Apr/18 

21346 VITEK® 2 NH ID 

2450129203 04/Apr/18 
2450162203 07/May/18 
2450204203 18/Jun/18 
2450221203 05/Jul/18 
2450288203 10/Sep/18 

21347 VITEK® 2 ANC ID 
2440168103 13/May/18 
2440202103 16/Jun/18 
2440293203 15/Sep/18 

22000 VITEK® 2 AST GN04 
1010160203 05/May/18 
1010209203 23/Jun/18 
1010272103 25/Aug/18 

22008 VITEK® 2 AST GN09 1060251103 04/Aug/18 

22095 VITEK® 2 AST GN13 

1100152203 27/Apr/18 
1100180103 25/May/18 
1100201103 15/Jun/18 
1100252203 05/Aug/18 
1100258203 11/Aug/18 
1100259203 12/Aug/18 

22096 VITEK® 2 AST GN14 1110249403 02/Aug/18 
22108 VITEK® 2 AST YS01 2810176403 21/May/18 

22139 VITEK® 2 AST GN16 

1130069203 03/Feb/18 
1130173203 18/May/18 
1130192103 06/Jun/18 
1130227203 11/Jul/18 
1130266103 19/Aug/18 

22218 VITEK® 2 AST P577 
3570186103 31/May/18 
3570242203 26/Jul/18 
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REF # Product Name Lot # Expiry Date 

22226 VITEK® 2 AST GP67 

1320165103 10/May/18 
1320172103 17/May/18 
1320172203 17/May/18 
1320179203 24/May/18 
1320186103 31/May/18 
1320193103 07/Jun/18 
1320194103 08/Jun/18 
1320215103 29/Jun/18 
1320215203 29/Jun/18 
1320222103 06/Jul/18 
1320223103 07/Jul/18 
1320242103 26/Jul/18 
1320242203 26/Jul/18 
1320249103 02/Aug/18 
1320250103 03/Aug/18 
1320256103 09/Aug/18 
1320256203 09/Aug/18 
1320257103 10/Aug/18 
1320263103 16/Aug/18 
1320264103 17/Aug/18 
1320264203 17/Aug/18 
1320277103 30/Aug/18 
1320277203 30/Aug/18 
1320284103 06/Sep/18 
1320284203 06/Sep/18 
1320285103 07/Sep/18 
1320285203 07/Sep/18 
1320291103 13/Sep/18 
1320291203 13/Sep/18 

22231 VITEK® 2 AST GP68 
1330124203 30/Mar/18 
1330187403 01/Jun/18 
1330199203 13/Jun/18 

22233 VITEK® 2 AST P580 3600222203 06/Jul/18 
22252 VITEK® 2 AST P584 3640187403 01/Jun/18 
22258 VITEK® 2 AST N102 4120244203 28/Jul/18 

22276 VITEK® 2 AST P586 
3660165203 10/May/18 
3660256103 09/Aug/18 
3660284203 06/Sep/18 

22287 VITEK® 2 AST P592 
3720223103 07/Jul/18 
3720250103 03/Aug/18 

22298 VITEK® 2 AST P597 
3770193203 07/Jun/18 
3770287103 09/Sep/18 

22304 VITEK® 2 AST GP69 1340263203 16/Aug/18 
22313 VITEK® 2 AST P600 4800137203 12/Apr/18 
22320 VITEK® 2 AST P603 4830130203 05/Apr/18 
22325 VITEK® 2 AST P605 4850193203 07/Jun/18 

22330 VITEK® 2 AST P606 
4860165103 10/May/18 
4860228203 12/Jul/18 
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REF # Product Name Lot # Expiry Date 

22331 VITEK® 2 AST GN38 
4080143203 18/Apr/18 
4080271103 24/Aug/18 

22335 VITEK® 2 AST P607 4870131203 06/Apr/18 
22336 VITEK® 2 AST P608 4880179203 24/May/18 
22359 VITEK® 2 AST P612 4920179103 24/May/18 

410025 VITEK® 2 AST XN01 3130227403 11/Jul/18 
410027 VITEK® 2 AST P613 4930186403 31/May/18 

410028 VITEK® 2 AST ST01 

5400115203 21/Mar/18 
5400122223 28/Mar/18 
5400136203 11/Apr/18 
5400136223 11/Apr/18 
5400136243 11/Apr/18 
5400143203 18/Apr/18 
5400192203 06/Jun/18 
5400192223 06/Jun/18 
5400192243 06/Jun/18 
5400199203 13/Jun/18 
5400216203 30/Jun/18 
5400221203 05/Jul/18 
5400238203 22/Jul/18 
5400238223 22/Jul/18 
5400238243 22/Jul/18 
5400262223 15/Aug/18 
5400269203 22/Aug/18 
5400276203 29/Aug/18 
5400276213 29/Aug/18 
5400283203 05/Sep/18 
5400283213 05/Sep/18 

410223 VITEK® 2 AST P616 4960178203 23/May/18 

410401 VITEK® 2 AST XN04 
1370124203 30/Mar/18 
1370145203 20/Apr/18 

410750 VITEK® 2 AST GP71 
2710228103 12/Jul/18 
2710264203 17/Aug/18 

410806 VITEK® 2 AST P618 4980130203 05/Apr/18 
411944 VITEK® 2 AST P619 4990237103 21/Jul/18 

411945 VITEK® 2 AST YS05 
2850108203 14/Mar/18 
2850209403 23/Jun/18 

412090 VITEK® 2 AST GN48 4680209103 23/Jun/18 
    
    
    
    
    
    
    
    
    
    
    



APPENDIX A 

 

5 
 

REF # Product Name Lot # Expiry Date 

412091 VITEK® 2 AST GN49 

4690028203 24/Dec/17 
4690167103 12/May/18 
4690168103 13/May/18 
4690187103 01/Jun/18 
4690197203 11/Jun/18 
4690208103 22/Jun/18 
4690224203 08/Jul/18 
4690229103 13/Jul/18 
4690230103 14/Jul/18 
4690237103 21/Jul/18 
4690254203 07/Aug/18 
4690265203 18/Aug/18 
4690272103 25/Aug/18 
4690277203 30/Aug/18 
4690287203 09/Sep/18 

412533 VITEK® 2 AST P621 5310123203 29/Mar/18 

412548 VITEK® 2 AST N190 
5600137203 12/Apr/18 
5600171103 16/May/18 
5600238103 22/Jul/18 

412604 VITEK® 2 AST N193 5630169203 14/May/18 
412605 VITEK® 2 AST N194 5640244203 28/Jul/18 

412608 VITEK® 2 AST GN65 
5850166103 11/May/18 
5850217403 01/Jul/18 
5850248103 01/Aug/18 

412609 VITEK® 2 AST N195 5650195203 09/Jun/18 

412862 VITEK® 2 AST N201 
571375320 23/Dec/17 

5710177103 22/May/18 
5710208203 22/Jun/18 

412863 VITEK® 2 AST N202 

572381520 23/Feb/18 
5720185203 30/May/18 
5720230203 14/Jul/18 
5720254103 07/Aug/18 

412864 VITEK® 2 AST N203 5730188403 02/Jun/18 

412865 VITEK® 2 AST N204 
5740178103 23/May/18 
5740237203 21/Jul/18 
5740278103 31/Aug/18 

412938 VITEK® 2 AST N209 5790148203 23/Apr/18 
413043 VITEK® 2 AST N211 6110117203 23/Mar/18 
413061 VITEK® 2 AST N212 6120195203 09/Jun/18 

413062 VITEK® 2 AST N208 
5780224103 08/Jul/18 
5780275103 28/Aug/18 

413063 VITEK® 2 AST N213 
6130262103 15/Aug/18 
6130280203 02/Sep/18 

413064 VITEK® 2 AST N214 
6140171203 16/May/18 
6140218403 02/Jul/18 

413065 VITEK® 2 AST N215 6150143203 18/Apr/18 

413066 VITEK® 2 AST N216 
6160195203 09/Jun/18 
6160269203 22/Aug/18 
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REF # Product Name Lot # Expiry Date 
413080 VITEK® 2 AST N217 6170132203 07/Apr/18 
413083 VITEK® 2 AST N222 6220063203 28/Jan/18 

413110 VITEK® 2 AST N223 
6230087203 21/Feb/18 
6230152203 27/Apr/18 
6230279203 01/Sep/18 

413115 VITEK® 2 AST N231 6310176103 21/May/18 

413116 VITEK® 2 AST N232 
6320117203 23/Mar/18 
6320125203 31/Mar/18 

413117 VITEK® 2 AST N233 

6330202103 16/Jun/18 
6330225203 09/Jul/18 
6330252203 05/Aug/18 
6330273203 26/Aug/18 

413144 VITEK® 2 AST N227 
6270176403 21/May/18 
6270185103 30/May/18 

413145 VITEK® 2 AST N228 6280111203 17/Mar/18 
413147 VITEK® 2 AST N230 6300132203 07/Apr/18 
413170 VITEK® 2 AST N235 6350208203 22/Jun/18 
413171 VITEK® 2 AST N236 6360174203 19/May/18 
413172 VITEK® 2 AST N237 637384320 23/Mar/18 

413203 VITEK® 2 AST N238 
6380188103 02/Jun/18 
6380273203 26/Aug/18 
6380292203 14/Sep/18 

413230 VITEK® 2 AST XN05 
1480204103 18/Jun/18 
1480243203 27/Jul/18 
1480248203 01/Aug/18 

413392 VITEK® 2 AST N243 6430203203 17/Jun/18 

413393 VITEK® 2 AST N244 
6440188103 02/Jun/18 
6440227103 11/Jul/18 

413394 VITEK® 2 AST N245 6450144203 19/Apr/18 

413395 VITEK® 2 AST N246 
6460171103 16/May/18 
6460218203 02/Jul/18 

413398 VITEK® 2 AST GN66 

5860216103 30/Jun/18 
5860251203 04/Aug/18 
5860270103 23/Aug/18 
5860286203 08/Sep/18 

413399 VITEK® 2 AST GN67 

5870203203 17/Jun/18 
5870265103 18/Aug/18 
5870265123 18/Aug/18 
5870293203 15/Sep/18 
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REF # Product Name Lot # Expiry Date 

413400 VITEK® 2 AST GN69 

5890166203 11/May/18 
5890175203 20/May/18 
5890208103 22/Jun/18 
5890229103 13/Jul/18 
5890230103 14/Jul/18 
5890250203 03/Aug/18 
5890251203 04/Aug/18 
5890257203 10/Aug/18 
5890258203 11/Aug/18 
5890259203 12/Aug/18 
5890262103 15/Aug/18 
5890265203 18/Aug/18 
5890270103 23/Aug/18 
5890278103 31/Aug/18 
5890279103 01/Sep/18 
5890286103 08/Sep/18 
5890286203 08/Sep/18 
5890292103 14/Sep/18 

413401 VITEK® 2 AST GN70 

5900175203 20/May/18 
5900243103 27/Jul/18 
5900243123 27/Jul/18 
5900272203 25/Aug/18 
5900286103 08/Sep/18 
5900292103 14/Sep/18 

413402 VITEK® 2 AST GN71 
5910026203 22/Dec/17 
5910280203 02/Sep/18 

413403 VITEK® 2 AST GN72 
5920174103 19/May/18 
5920269103 22/Aug/18 
5920294203 16/Sep/18 

413404 VITEK® 2 AST GN73 

5930173103 18/May/18 
5930215103 29/Jun/18 
5930270203 23/Aug/18 
5930271203 24/Aug/18 
5930279103 01/Sep/18 
5930287103 09/Sep/18 

413410 VITEK® 2 AST GN84 
6740247103 43,312 
6740272203 25/Aug/18 

413432 VITEK® 2 AST GN75 5950201103 15/Jun/18 
413433 VITEK® 2 AST GN76 5960176103 21/May/18 
413434 VITEK® 2 AST GN77 5970239203 23/Jul/18 

413436 VITEK® 2 AST GN79 

5990174103 19/May/18 
5990238103 22/Jul/18 
5990251103 04/Aug/18 
5990267203 20/Aug/18 

413437 VITEK® 2 AST GN80 
6700244103 28/Jul/18 
6700279203 01/Sep/18 

413438 VITEK® 2 AST GN81 6710245103 29/Jul/18 
413439 VITEK® 2 AST GN82 6720204203 18/Jun/18 
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REF # Product Name Lot # Expiry Date 

413440 VITEK® 2 AST GN83 
6730188203 02/Jun/18 
6730244203 28/Jul/18 
6730280203 02/Sep/18 

413572 VITEK® 2 AST N249 6490132203 07/Apr/18 

413573 VITEK® 2 AST N250 
6500132203 07/Apr/18 
6500189203 03/Jun/18 
6500229203 13/Jul/18 

413722 VITEK® 2 AST N253 6530208203 22/Jun/18 

413723 VITEK® 2 AST N254 
6540146203 21/Apr/18 
6540252103 05/Aug/18 
6540290203 12/Sep/18 

413724 VITEK® 2 AST N255 
6550167203 12/May/18 
6550226203 10/Jul/18 

413727 VITEK® 2 AST N625 5350137203 12/Apr/18 
413755 VITEK® 2 AST N263 6630177103 22/May/18 

413864 VITEK® 2 AST N264 
664385120 31/Mar/18 

6640203103 17/Jun/18 

413865 VITEK® 2 AST N265 
6650188203 02/Jun/18 
6650194203 08/Jun/18 

413868 VITEK® 2 AST N268 6680255203 08/Aug/18 

413941 VITEK® 2 AST GN74 
5940153203 28/Apr/18 
5940255203 08/Aug/18 
5940292403 14/Mar/18 

413942 VITEK® 2 AST GN86 6760274103 27/Aug/18 

413943 VITEK® 2 AST GN87 

6770115203 21/Mar/18 
6770153203 28/Apr/18 
6770163203 08/May/18 
6770217203 01/Jul/18 
6770253203 06/Aug/18 

413944 VITEK® 2 AST XN06 

1490195103 09/Jun/18 
1490224203 08/Jul/18 
1490244103 28/Jul/18 
1490267203 20/Aug/18 

414162 VITEK® 2 AST N270 6900190203 04/Jun/18 

414163 VITEK® 2 AST N271 
6910146203 21/Apr/18 
6910282103 04/Sep/18 

414164 VITEK® 2 AST N272 6920160203 05/May/18 
414286 VITEK® 2 AST N276 6960139203 14/Apr/18 
414313 VITEK® 2 AST N275 6950139203 14/Apr/18 
414492 VITEK® 2 AST N279 6990268203 21/Aug/18 
414532 VITEK® 2 AST N281 7010066203 31/Jan/18 
414534 VITEK® 2 AST P628 5380116203 22/Mar/18 
414576 VITEK® 2 AST P629 5390130203 05/Apr/18 
414740 VITEK® 2 AST N285 7050141203 16/Apr/18 
414778 VITEK® 2 AST N286 7060205203 19/Jun/18 

414779 VITEK® 2 AST GN90 
6800159203 04/May/18 
6800187403 01/Jun/18 
6800290403 12/Sep/18 
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REF # Product Name Lot # Expiry Date 

414780 VITEK® 2 AST GN91 
6810153203 28/Apr/18 
6810244203 28/Jul/18 

414961 VITEK® 2 AST P631 
7310166103 11/May/18 
7310187103 01/Jun/18 
7310221103 05/Jul/18 

414963 VITEK® 2 AST GN92 6820124203 30/Mar/18 

414967 VITEK® 2 AST YS07 

2870115203 21/Mar/18 
2870125203 31/Mar/18 
2870129203 04/Apr/18 
2870129223 04/Apr/18 
2870143203 18/Apr/18 
2870150203 25/Apr/18 
2870157203 02/May/18 
2870209403 23/Jun/18 
2870235203 19/Jul/18 
2870241203 25/Jul/18 
2870241223 25/Jul/18 
2870248403 01/Aug/18 
2870276203 29/Aug/18 
2870283103 05/Sep/18 
2870283203 05/Sep/18 

414971 VITEK® 2 AST GP74 
2740242403 26/Jul/18 
2740263203 16/Aug/18 

414985 VITEK® 2 AST GN93 
6830196203 10/Jun/18 
6830245203 29/Jul/18 

414994 VITEK® 2 AST P633 7330166203 11/May/18 
415058 VITEK® 2 AST N290 7100188203 02/Jun/18 
415059 VITEK® 2 AST P632 7320223203 07/Jul/18 

415063 VITEK® 2 AST N292 
7120144203 19/Apr/18 
7120194203 08/Jun/18 

415369 VITEK® 2 AST N293 7130162203 07/May/18 

415670 VITEK® 2 AST GP75 

2750173203 18/May/18 
2750179103 24/May/18 
2750210203 24/Jun/18 
2750222103 06/Jul/18 
2750236103 20/Jul/18 
2750236123 20/Jul/18 
2750249103 02/Aug/18 
2750277103 30/Aug/18 
2750285103 07/Sep/18 

415671 VITEK® 2 AST P634 7340290103 12/Sep/18 

415672 VITEK® 2 AST N297 
7170138203 13/Apr/18 
7170145203 20/Apr/18 

416004 VITEK® 2 AST N298 7180142203 17/Apr/18 
416241 VITEK® 2 AST N300 7200153203 28/Apr/18 

416274 VITEK® 2 AST N301 
7210155203 30/Apr/18 
7210187403 01/Jun/18 

416590 VITEK® 2 AST N303 7230188203 02/Jun/18 
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416911 VITEK® 2 AST P635 
7350166103 11/May/18 
7350291103 13/Sep/18 

416952 VITEK® 2 AST N311 7510145203 20/Apr/18 
417027 VITEK® 2 AST N314 7540145203 20/Apr/18 
417426 VITEK® 2 AST N315 7550202403 16/Jun/18 
417558 VITEK® 2 AST N317 7570216203 30/Jun/18 
418204 VITEK® 2 AST N320 7600203103 17/Jun/18 
418423 VITEK® 2 AST P638 7380186403 31/May/18 

418424 VITEK® 2 AST GP76 
2760186403 31/May/18 
2760241203 25/Jul/18 
2760255203 08/Aug/18 

418489 VITEK® 2 AST N322 
7620160203 05/May/18 
7620261103 14/Aug/18 

418513 VITEK® 2 AST N325 
7650146203 21/Apr/18 
7650240103 24/Jul/18 

418515 VITEK® 2 AST N327 7670148203 23/Apr/18 
418579 VITEK® 2 AST P640 7400144203 19/Apr/18 
418590 VITEK® 2 AST P641 7410131203 06/Apr/18 

418602 VITEK® 2 AST N323 
7630139203 14/Apr/18 
7630258103 11/Aug/18 

418603 VITEK® 2 AST N324 7640180403 25/May/18 

418604 VITEK® 2 AST P642 
7420116203 22/Mar/18 
7420123203 29/Mar/18 

418630 VITEK® 2 AST N328 7680177403 22/May/18 
418631 VITEK® 2 AST N329 7690205103 19/Jun/18 
418671 VITEK® 2 AST P643 7430193203 07/Jun/18 
418673 VITEK® 2 AST P644 7440193203 07/Jun/18 
418674 VITEK® 2 AST N330 7700138203 13/Apr/18 

418675 VITEK® 2 AST N331 
7710138203 13/Apr/18 
7710205203 19/Jun/18 

418984 VITEK® 2 AST N334 7740260203 13/Aug/18 
418985 VITEK® 2 AST N335 7750260203 13/Aug/18 
419341 VITEK® 2 AST N339 7790208203 22/Jun/18 

419412 VITEK® 2 AST N340 
7800178103 23/May/18 
7800196203 10/Jun/18 
7800260203 13/Aug/18 

419602 VITEK® 2 AST P645 7450130203 05/Apr/18 

420144 VITEK® 2 AST P646 
7460116203 22/Mar/18 
7460194203 08/Jun/18 
7460236203 20/Jul/18 

420440 VITEK® 2 AST N344 
7840209103 23/Jun/18 
7840245203 29/Jul/18 

420580 VITEK® 2 AST N345 7850138203 13/Apr/18 
420739 VITEK® 2 AST YS08 2880150203 25/Apr/18 
420856 VITEK® 2 AST N348 7880142203 17/Apr/18 

420857 VITEK® 2 AST P648 
7480123203 29/Mar/18 
7480236203 20/Jul/18 
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420858 VITEK® 2 AST P649 
7490131203 06/Apr/18 
7490200103 14/Jun/18 
7490236203 20/Jul/18 

420915 VITEK® 2 AST ST02 

5410122203 28/Mar/18 
5410199203 13/Jun/18 
5410263203 16/Aug/18 
5410263223 16/Aug/18 

421037 VITEK® 2 AST N350 
7900118203 24/Mar/18 
7900139203 14/Apr/18 
7900259103 12/Aug/18 

421040 VITEK® 2 AST ST03 5420269203 22/Aug/18 

421257 VITEK® 2 AST N351 
791383620 16/Mar/18 

7910163203 08/May/18 
7910246203 30/Jul/18 

421258 VITEK® 2 AST N352 

7920118203 24/Mar/18 
7920164103 09/May/18 
7920243403 27/Jul/18 
7920272103 25/Aug/18 

421296 VITEK® 2 AST P650 8000103203 09/Mar/18 
421297 VITEK® 2 AST N353 7930118203 24/Mar/18 

421350 VITEK® 2 AST N354 
7940149203 24/Apr/18 
7940194203 08/Jun/18 

421351 VITEK® 2 AST N355 
7950149203 24/Apr/18 
7950197203 11/Jun/18 
7950243403 27/Jul/18 

421352 VITEK® 2 AST N356 7960170103 15/May/18 
421441 VITEK® 2 AST N358 7980156203 01/May/18 
421451 VITEK® 2 AST N357 7970156203 01/May/18 

421573 VITEK® 2 AST N359 
7990203103 17/Jun/18 
7990278203 31/Aug/18 

421585 VITEK® 2 AST N362 8120216203 30/Jun/18 
421692 VITEK® 2 AST N363 8130264403 17/Aug/18 
421693 VITEK® 2 AST N364 8140264403 17/Aug/18 

 


