Dear Partner

We would like to inform you, that we have decided to stop sales and withdraw from the market all
OTW balloon versions with the following reference numbers:

NIC1.1
- 110-010-034
- 110-012-034
- 110-015-034
- 110-017-034
- 110-020-034
- 110-022-034

NIC Nano 0.85
- 085-010-034
- 085-015-034

BEO NC
- 150-010-034
- 150-015-034
- 150-020-034

Please stop promotion and sales of all these products with immediate effect and collect all items
from customer stock.

For your support please find attached the product withdrawal form.
Please complete and send it back with the products.

The decision is solely based on deficiencies of the EC certificate.

We apologize for all the inconvenience this may cause and thank you in advance for your support and
understanding!

With best regards

Willi Zwahlen Peter Muster
Director RA/CA
SIS Medical AG
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