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IMPORTANT NOTICE 

 
 

Catalogue No’s.  
IA2638, IA2639, IA2640, IA2633, IA3109, IA3110, IA3111 & IA3112 

 
 

 
 
 
 
 

Randox recommends that ACTH is to be assayed immediately  
after the 30-minute reconstitution procedure.. 
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